Pacemaker spike alternans: an artifact of digital signal processing.
Marked variability in the amplitude or polarity of pacemaker artifacts may be a clue to generator malfunction or partial electrode fracture. We report a case where "pacemaker spike alternans" occurred factitiously as a result of a digital "roll-over" effect. The widespread introduction of digital electrocardiographs into clinical practice makes recognition of such artifacts important.